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State Enterprise Dordy g S
“All-Ukrainian State Research and Production Center for —
Standardization, Metrology, Certification and Consumers' Rights
Protection”
(SE “Ukrmetrteststandard”)
CBIIOITBO ITPO KAJIIBPYBAHHA
Calibration Certificate
Peccrpauiiinnii Ne:  UA/36/170516/000538 HMata kaniopyBaHHs: 16.05.2017
Reference number: Date of calibration:
006’eKT KanibpyBaHHs: pH-meTp
Object:
BupoGHHK: Metrohm, LlIgeiinapis
Manufacturer:
Tun: 827 pH
Type:
3aBoacbKHii/cepiiiHnnii HoMep: 1827001043112
Serial number:
Ha3ga Ta aapeca 3aMOBHHKa: TOB "IOHLIAB"
The name and address of the customer: 04208, m. Kuis, np. [Ipasan. 6yn. 88-b
Micue kani6pyBaHHA: AIl "YkpmerprecTcTaHaapT"
Place of calibration: 03680, m. Kuis, By.1. MeTpoJioriuna, 4 B
KinpKicTh CTOpiHOK cBinOUTBa: 3 //
) -.\
A.B I'nebor
ninnuc/signature iHiLianu, npisBuie/name
i | B.I'. TaBpuikiu
ninnMc/signature iHiLliaM, Npi3BHLLE/ name

T Bei BHMIPIOBAHHS MAKOTh NPOCTEKYBAHICTB 10 0HHHLL MixHaponHoi cuctemu S, ki Bl)]TBOpIOK)TbC}I HalliOHATBHHMH eTanoHaMin HMIL

Opran akpenntanii (HAAY) € noronpasnum wieHom MikHaponHoi acouiauii 3 akpesmTauiii 1aGopatopiii (www.ilac.org) i mianHcaHToM yroau ILAC MRA.
CBifio1TBa Npo KanibpyBaHHs, BUAAHi aKpeAMTOBAHHMH 06'eKTamH, 1o niamucany [lomoBneHicTs npo B3aemue BusHanns ILAC (MRA) susnaiots BCi CTOPOHH,
axi nianucann ILAC MRA.

HAAY ¢ nianucantom 0ararocTopoHHBO0l YroH 3 EBponeiichKoio xoonepauicno 3 akpeautauii (EA).

Kopuctysay 30608'33aHHii NIOBTOPHO KaniGpyBaTH 0G'€KT Hepe3 neBHi rlpommm yacy.

JlaHe CBiIOLITBO Mpo KaniGpyBanHs Moxe OyTH BIATBOPEHE TUIBKH NMOBHICTIO. Bynb-aka my6nikauis abo 4acTkoBe BiATBOPCHHA :mwry CBIZIOLITBA MOKITHBE JIHILE
3 IHCHMOBOI 3roM KaniGpysansHoi ciy6H, 1o BHAana ceizowrso. CBiAOLTBO npo KanibpysanHs 6e3 nianucis i neuarky He aiiicke. All measurements are
traceable to the SI units which are realized by national measurement standards of NMI.

The accreditation body (NAAU) is full member of the International Laboratory Accreditation Cooperation (www.ilac.org). Calibration certificates issued by
facilities accredited by a signatory to the ILAC Mutual Recognition Arrangement (MRA) are accepted by all signatories to the ILAC MRA.

The NAAU is signatory to the multilateral agreements of the European co-operation for Accreditation (EA).

The user is obliged to have the object recalibrated at appropriate intervals.

This certificate shall not be reproduced, except in full. Any publication extracts from the calibration certificate requires written approval of the issuing Calibrating
services. Calibration certificates without signature and seal are not valid.

B05-3.5][1P-I-UR-4

Anpeca JIIT «YkpMeTpTecTcTannapm : Byn. Metponoriuna, 4, M. Kuis, 03143, Ykpaina
Address SE "Ukrmetrteststandard”': 4 Metrologichna str, 03143, Kyiv, Ukraine
Tenedon/Phone: +38 (044) 526-52-29, dakc/fax: +38 (044) 526-42-60, enekTponHa aapeca/e-mail: ukresm@ukresm kiev.ua, caiit/website: www.ukresm.kiev.ua

ATtecrar npo akpeanTauiro Ne 4K004 pin 04.04.2016 p.
Accreditation certificate 4K004 from 04.04.2016

B05-3.51TP-1-U-4.0



JepkaBHe MiANPHEMCTBO
«BceykpaiHcbKHil 1epKaBHHH HAYKOBO-
BHPOGHHYHIA EHTP cTaHJapTH3awil, MeTpoJiorii,
cepradikanii Ta 3aXHCTY NPaB CNOKHBAYIB»

( AI1 «YKkpMeTpTeCTCTAHAAPT)

State Enterprise
“All-Ukrainian State Research and Production Center for
Standardization, Metrology, Certification and Consumers’ Rights

Protection”
(SE “Ukrmetrteststandard”)

YkpmeTprect
SRS

@IC

cTanpapTt

‘ 4K004
JCTY ISO/IEC 17025

CBIIOLTBO ITPO KAJIIBPYBAHHSA

Calibration Certificate

Peccrpauiiinnii Ne:  UA/36/170515/000530 Jara kanibpyBanHs: 15.05.2017

Reference number:

006’ €exT KaniOpyBaHHA:
Object:

BupobHuK:

Manufacturer:

Tun:

Type:

3aBoachKHil/cepiiiHni HOMep:
Serial number:

Ha3zBa Ta aapeca 3aMOBHHKA:
The name and address of the customer:

Micue kaniGpyBanHs:
Place of calibration:

Date of calibration:

pH-meTp

Metrohm, LlIBeiinapis
827 pH
1827001043196

TOB "IOHLIAB"

04208, m. Kuis, np. [Ipasau. 6ya. 88-b

I "YkpmerprectcTanaapt'
03680, m. Knis, By,1. MeTponoriuna, 4

KiibKicTs CTOPIHOK CBioNTBA:

Number of pages of the certificate

A.B I'neboB

Director of insti HAYKOBO i anuc/signature iHinianu, npizBue/name
BAPOSHUHAH
B AACTWBOSTER
'ﬁmg,xocn FEMCBMH )
=\ | MATEPIAME TA DUIHKA A
3 o
; & TEXMIKKW \-é ‘\‘l‘(—.
- HayaibHHK B B.I'. TaBpuiKiH
— . - P .
EI Head of department NiJnuc/signature iniuianu, npisBuie/name

T Bci BUMIPIOBAHHS MAIOTh MIPOCTEKYBAHICTD 110 OZMHHILL MiHApOaHOT cucTeMH S, AKi BIITBOPIOIOTHCS HALIOHATEHHMH CTAIOHAMH HMIL.
& Oprax akpenvauii (HAAY) € nosHonpasHuM 4ieHoM Mixknapoamoi acouiauii 3 akpeurauii naGoparopiit (www.ilac.org) i nianucantom yrom ILAC MRA.
S CaizowTBa NPO KATiGPyBaHHS, BHAAHI AKPEAMTOBAHHMH 0G'€KTaMH, IO nianucanu JlomosnenicTs npo B3aemue BisHanka ILAC (MRA) susnaiors BCi CTOPOHH,
B ki nianucani ILAC MRA.
HAAY € ninncanToM GaratocTOpOHHBOI Yroau 3 €Bponeiichkolo Koonepauieto 3 akpeauTauii (EA).
Kopuctysad 30608's3aHHii I0BTOPHO KaniOpysaTH 00'€KT 4epe3 NEBHI MPOMIKKH Yacy.
Jlane CBiZOLTBO NPO KaniGpyBaHHA Moxe OyTH BIITBOpEHE TibKH NOBHICTIO. Byab-sika ny6ikauis abo yacTkoBe BiITBOPEHHSA 3MICTy CBIJIOLTBA MOMIIMBE JIHIIE
3 niceMoBoi 3roan KaniGpyBanbHoi ciykOH, mo Buaaia csioirso. CBiouTso npo kanibpysanus 6e3 mianmucis i nevatku e aificke. All measurements are
traceable 1o the SI units which are realized by national measurement standards of NMI.
The accreditation body (NAAU) is_full member of the International Laboratory Accreditation Cooperation (www.ilac.org). Calibration certificates issued by
facilities accredited by a signatory to the ILAC Mutual Recognition Arrangement (MRA) are accepted by all signatories to the ILAC MRA.
The NAAU is signatory to the multilateral agreements of the European co-operation for Accreditation (EA).
The user is obliged to have the object recalibrated at appropriate intervals.
This certificate shall not be reproduced, except in full. Any publication extracts from the calibration certificate requires written approval of the issuing Calibrating
services. Calibration certificates without signature and seal are not valid.

Axpeca JIIT «YkpMeTpTecTcTaHaap™ : Byl Metponoriuna, 4, m. Kuis, 03143, Ykpaina
Address SE "Ukrmetrteststandard”: 4 Metrologichna str, 03143, Kyiv, Ukraine
Teneon/Phone: +38 (044) 526-52-29, dakc/fax: +38 (044) 526-42-60, enekrporna aapeca/e-mail: ukrcsm@ukresm.kiev.ua, cait/website: www.ukresm Kiev.ua

Atecrar npo akpeauTauiio Ne 4K004 sin 04.04.2016 p.
Accreditation certificate 4K004 from 04.04.2016

505-3.5I1P-1-U-4.0



JlepxaBHe MiANPHEMCTBO
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State Enterprise “Dralp
“All-Ukrainian State Research and Production Center for g
Standardization, Metrology, Certification and Consumers' Rights
Protection”
(SE “Ukrmetrteststandard”)
CBIIOITBO PO KAJIIBPYBAHHA
Calibration Certificate
Peccrpauiiinnii Ne:  UA/36/170515/000529 JaTa kanibpyBaHHs: 15.05.2017
Reference number: Date of calibration:
06’ekT KaaiOpyBaHHs: pH-meTp
Object:
BupoOHHK: Metrohm, IllBeiinapis
Manufacturer:
Tun: 827 pH
Type:
3aBoacbKHii/cepiiinnii HOMep: 1827001043108
Serial number:
Ha3zea Ta anpeca 3aMOBHHKA: TOB "FOHLJIAB"
The name and address of the customer: 04208, m. KuiB, np. IpaBau. 6ya. 88-b
Micue kaniopyBaHHs: O "YkpmerprecTeTanaapr"
Place of calibration: 03680, m. KuiB, Bys1. MeTponoriuna, 4
KinbKicTh CTOPiHOK CBiAOUTER 3 S N 7
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A.B I'nneboB
nianuc/signature iHiLiany, npi3BuIe/name

JupexTop
Director o,

s
[ i/
‘r 4
5 HayaibHHK BT B.I'. F'appHaKiH
: Head of department nixnuc/signature iniuianwm, npisBuiie/name
=

) Bci BUMIPIOBaHHSA MaiOTh MPOCTEAYBAHICTb JI0 OMHHLL MiXKHAPOIHOT cHCTeMH SI, AKi BiTBOPIOIOTECA HALIOHATBHUMH eTaionamu HMI
7 Opran akpeautauii (HAAY) € nosHonpassum 4wieHoM MikHapoIHoi acoliautii 3 akpemrauii naGoparopiit (www.ilac.org) i niznucantom yroan ILAC MRA.
£ Cpinoirsa npo KanidpyBaHHs, BUIAHI aKPEAMTOBAHHMH 06'€KTaMH, IO nianucani JloMoBeHiCTs Npo B3aemue BU3HaHAA ILAC (MRA) BH3HAIOTB BCi CTOPOHH,
2 gki mianucanu ILAC MRA.
HAAY € nianucaHToM 6aratocTopoHHBOI YToIH 3 €Bponeiickkolo Koonepauicio 3 akpeanTauii (EA).
KopucTysay 30608'13aHHii NOBTOPHO KaniGpyBaTH 00'€KT Yepe3 NeBHi MPOMIKKH yacy.
Jlase cBIiZOLTBO Mpo KaniGpyBaHis Moske GyTH BIATBOPeHe TibKH MOBHICTIO. Byb-ika ny6Gnikauis abo 4acTKOBE BiTBOPEHHS 3MICTY CBIJIOIITBA MOKIIMBE JTHILE
3 nickMoBoi 3roa KaniGpysanbHOT ciyxGH, o BUaana cBifoLrso. CBiouTso npo kaniGpysanns Ge3 mianucis i nedatku ne niticne. All measurements are
traceable to the SI units which are realized by national measurement standards of NMI.
The accreditation body (NAAU) is full member of the International Laboratory Accreditation Cooperation (www. ilac.org). Calibration certificates issued by
facilities accredited by a signatory to the ILAC Mutual Recognition Arrangement (MRA) are accepted by all signatories to the ILAC MRA.
The NAAU is signatory to the multilateral agreements of the European co-operation for Accreditation (EA).
The user is obliged to have the object recalibrated at appropriate intervals.
This certificate shall not be reproduced, except in full. Any publication extracts from the calibration certificate requires written approval of the issuing Calibrating
services. Calibration certificates without signature and seal are not valid.

Anpeca JIIT «YxpmetpTectcTaHnap™ : Byn. Metponoriuna, 4, m. Kuis, 03143, Ykpaina
Address SE "Ukrmetrteststandard”: 4 Metrologichna str, 03143, Kyiv, Ukraine
Tenedon/Phone: +38 (044) 526-52-29, daxc/fax: +38 (044) 526-42-60, enekTpoHHa anpeca/e-mail: ukresm@ukresm.kiev.ua, caiit/website: www.ukrcsm Kiev.ua

AtectaT npo akpeaurauito Ne 4K004 Bin 04.04.2016 p.
Accreditation certificate 4K004 from 04.04.2016

B05-3.5ITP-1-U-4.0



JlepkaBHe NMiANPHEMCTBO
«BceykpaiHcbKHi AepKaBHHIA HAYKOBO- e,
BHPOOHHYMII HEHTP cTaHAAPTH3aNil, MeTpoJIorii, X
cepTudikawii Ta 3aXHCTY NPAB CHOXKHBAYIBY»
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State Enterprise AR
“All-Ukrainian State Research and Production Center for
Standardization, Metrology, Certification and Consumers' Rights JCTY 1SOEC 17025
Protection” '
(SE “Ukrmetrteststandard”)
CBILAOLTBO PO KAJIIBPYBAHHA
Calibration Certificate
Pecctpauiiinuii Ne:  UA/36/170516/000539 JlaTa kaniGpyBaHHs: 16.05.2017
Reference number: : Date of calibration:
00’eKkT KaJiOpyBaHHA: pH-meTp
Object:
BupoGHHK: Metrohm, llIBeiinapis
Manufacturer:
Tun: 827 pH
Type:
3aBoncbKHii/cepifinuii HOMep: 1827001043194
Serial number:
Ha3zga Ta agpeca 3aMOBHHKA: TOB "HOHLJIAB"
The name and address of the customer: 04208, M. Kuis, np. IIpaeau. 6ya. 88-b
Micue kanibpyBanus: I "YkpmerprecTcTanaapt"
Place of calibration: 03680, m. Kuis, Bys1. MeTpoaoriuna, 4
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HavansHuk Binainy Ne36 B.I'. FaBpuiakin
Head of department nignuc/signature iHiLiany, npizsuile/name
I Bci BUMIpIOBAHHA MAIOTh NPOCTEKYBAHICT 0 OMMHHLG MDKHApO/IHOT CHCTEMH SI, AKi BiATBOPIOIOTHCA HALIOHATEHHMH eTatonamu HML

-3

Opran axpeurauii (HAAY) € noBronpasuim unexHoM MixHapoaHoi acouiauii 3 akpenmTawii naGoparopiii (www.ilac.org) i minnmucantom yrom ILAC MRA.
S CBifoLTBa Npo KaniGpysaHHs, BHIaHI aKPeIHTOBaHHMM 00'€KTAMH, WO MiHCaNH JlomosneHicTs npo B3acmue Busnanus ILAC (MRA) BU3HAIOTS BCi CTOPOHH,
ki mianucans ILAC MRA.

HAAY € ninucantom 6aratoctoposHsoi yroam 3 €sponefichkoro koonepaui€o 3 akpeauTauii (EA).

KoprcTysau 30608'13aHHit OBTOPHO KaniGpysath 00'eKT Hepe3 NeBHI NPOMIZKKH 4acy.

Jlane CBiZOLITBO NPO Ka1iGpyBaHHA MOke GyTH BIATBOPEHE TiNbKH NMOBHICTIO. By nb-ika nyGnikauis a60 4aCTKOBE BIATBOPEHHA 3MICTY CBIZIOLTBA MOMKIIHBE JIHLLC
3 micsMOBOI 3rom KaniGpysansHoi cyx6u, mo Buaana caigourso. CBiourso npo kaniGpysanna 6e3 mianucis i newatku e aivicae. All measurements are
traceable to the SI units which are realized by national measurement standards of NMI.

The accreditation body (NAAU) is full member of the International Laboratory Accreditation Cooperation (www.ilac.org). Calibration certificates issued by
facilities accredited by a signatory to the ILAC Mutual Recognition Arrangement (MRA) are accepted by all signatories to the ILAC MRA.

The NAAU is signatory to the multilateral agreements of the European co-operation for Accreditation (EA).

The user is obliged to have the object recalibrated at appropriate intervals.

This certificate shall not be reproduced, except in full. Any publication extracts from the calibration certificate requires written approval of the issuing Calibrating
services. Calibration certificates without signature and seal are not valid.

Axpeca JITT «YKpMeTpTecTCTanaapm : Byl Metponoriuna, 4, M. Kuis, 03 143, Ykpaina
Address SE "Ukrmetrteststandard"': 4 Metrologichna str, 03143, Kyiv, Ukraine
Tenedon/Phone: +38 (044) 526-52-29, daxc/fax: +38 (044) 526-42-60, enekTpoHHa anpeca/e-mail: ukresm@ukresm.kiev.ua, caiit/website: www.ukresm.Kiev.ua

Arecrart npo akpeautauiro Ne 4K004 sin 04.04.2016 p.
Accreditation certificate 4K004 from 04.04.2016

B05-3.511P-1-U-4.0



